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EXECUTIVE  SUMMARY 


Measurement  of  circulating  levels  of  the  electrolytes  Na"^and  is  integral  to 
physiological  studies  of  hyperthermia,  dehydration,  and  nutrition.  Current  methods 
require  removal  of  blood  samples  for  later  analysis.  In  small  animals  such  as  rats,  the 
volume  removed  can  alter  experimental  results.  In  this  study,  cannulae  were  surgically 
implanted  in  a  jugular  vein  and  carotid  artery  of  rats.  Using  ion  selective  electrodes 
and  a  flow-through  sampling  chamber  of  our  own  design,  in  vivo  measurements  of 
circulating  Na*and  K*  concentrations  were  made  by  connecting  the  arterial  cannula  to 
the  inflow  port  and  the  jugular  cannula  to  the  outflow  port  of  the  sampling  chamber. 

The  sampling  chamber,  electrode  apparatus  and  the  cannulae  require  only  0.8  ml  of 
extracorporeal  blood.  Although  measurement  of  concentration  was  abandoned 
because  of  continuous  electrode  drift,  measurements  of  Na^  concentrations  accurately 
reflected  expected  values  following  dilution  of  in  vitro  blood  samples  with  solutions  of 
known  electrolyte  concentrations  and  expected  changes  in  vivo  following  administration 
of  hypertonic  solutions  to  the  animals.  Use  of  this  apparatus  should  allow  continuous 
measurement  of  Na^  concentration  with  minimal  loss  of  blood  volume  in  future  studies. 
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INTRODUCTION 


Measurements  of  circulating  levels  of  the  electrolytes  Na^and  K""  are  integral  to 
studies  of  hyperthermia.  Leakage  from  cells  has  been  reported  to  be  one  of  the 
earliest  signs  of  hyperthermic  injury  (Shibolet,  Lancaster  et  al.,  1976).  Measurements 
of  these  electrolytes  are  equally  important  in  studies  of  hypertonic  resuscitation  fluids, 
such  as  prior  studies  with  hypertonic  saline  in  dextran  (HSD),  to  determine  changes 
following  administration  of  the  concentrated  Na'^-containing  solution  (  Matthew,  1994; 
Matthew  et  al.,  1993;  Zeigler  et  al.,  1991).  Also,  studies  of  dehydration  and  nutrition 
would  benefit  from  in  vivo  monitoring  of  electrolyte  levels. 

Bodily  fluids  (blood,  cerebral  spinal  fluid,  urine,  intercellular  fluid,  etc.)  are 
complex  solutions  containing  electrolytes  (mainly  Na"^,  Cr,  Ca^"^,  Mg^^,  and  HCOg  ) 
as  well  as  proteins  and  other  organic  compounds.  As  these  electrolytes  are  of 
significant  diagnostic  and  physiological  importance,  they  are  frequently  measured 
(Vesely  et  al.,  1978).  Current  measurements  of  these  electrolytes  are  based  on  an  in 
vitro  procedure.  A  sample  of  blood  is  removed  and  set  aside  for  later  analysis.  The 
flame  photometric  method  of  measuring  the  concentration  of  the  major  cations  in  blood 
plasma  is  the  most  commonly  used.  However,  a  technique  that  requires  removal  of 
blood  reduces  the  circulating  volume,  which  may  lead  to  altered  experimental  results  in 
small  animals. 

The  concept  of  ion-selective  electrodes  (ISE)  is  evolving  into  a  new  specialty 
area  in  biology.  The  advantages  of  this  method  lie  in  its  directness,  simplicity,  sample 
conservation,  and  non-interference  of  measurements  by  other  ions.  ISEs  specifically 
measure  ion  activities,  on  which  many  biological  processes  depend.  Furthermore, 

ISEs  have  the  additional  unique  potential  of  making  continuous  measurements  of  ionic 
species  possible  in  vivo  under  conditions  that  approach  normalcy  (Berman,  Hebert, 
1973).  This  method  would  allow  the  continuous  monitoring  of  circulating  electrolytes 
without  loss  of  blood  from  the  animal. 


A  review  of  the  literature  did  not  reveal  any  information  about  the  use  of 
electrodes  to  monitor  circulating  levels  of  blood  electrolytes.  However,  an  electrode 
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system  has  been  used  to  monitor  concentration  in  urine  output  of  dogs  with 
urinary  catheters  (Andersen,  Bie,  1990).  This  indicates  that  measurement  in.a 
continuous-flow  system  is  feasible.  Therefore,  this  study  was  undertaken  to  set  up  a 
system  for  monitoring  the  circulating  levels  of  Na^  and  K""  using  ISEs  in  rats. 

MATERIALS  AND  METHODS 

ANIMALS  The  following  experimental  procedures  were  approved  by  our  Institute 
Animal  Care  and  Use  Committee  and  carried  out  with  strict  adherence  to  the  "Guide 
for  the  Care  and  Use  of  Laboratory  Animals,"  NIH  Publication  No.  86-23,  Revised 
1985. 


Male  Sprague  Dawley  rats  (n  =  1 2,  450-500g)  were  supplied  by  Charles  River 
Laboratories.  The  rats  were  housed  in  the  animal  colony  and  caged  individually. 
Purina  rat  chow  (Purina,  St.  Louis,  MO)  and  water  were  made  available  ad  libitum, 
except  during  experimental  intervals.  Prior  to  use,  they  were  moved  to  an 
environmental  chamber  maintained  at  26°C  and  50%  rh,  with  lighting  controlled 
automatically  (on,  0600-1800  hrs). 

One  week  prior  to  the  experiment,  rats  were  anesthestized  with  sodium 
pentobarbital  (50  mg/kg  intraperitoneally),  and  cannulae  were  inserted  into  the  right 
atrium  through  the  right  jugular  vein  and  into  the  aortic  arch  through  the  left  common 
carotid  artery  as  previously  described  (Kelly,  Hubbard  et  al.,  1979;  Piascik,  Sparks  et 
al.,  1992;  Zeigler,  Patel,  1991). 

EQUIPMENT  An  Electro-Chemical  Analyzer  (ECA,  Diamond  General  Development 
Corp.,  Ann  Arbor,  Ml  48108)  was  used  in  this  study.  The  ECA  (Fig.  1)  measures  the 
potential  difference  of  ISE  and  reads  directly  in  concentration  or  mV.  The  ISEs  are 
made  from  pieces  of  fine  glass  tubing  that  are  pulled  to  a  tip  diameter  of  1 .5  mm 
providing  1  mm  immersion  depths  and  filled  with  a  conducting  solution  (KCI  solution). 
The  ISEs  consist  of  a  barrier,  permeable  only  to  the  selected  ion,  that  separates  a 
solution  of  known  concentration  of  that  ion  from  the  sample  being  tested.  The 
potential  difference  across  the  barrier  is  a  measure  of  the  ratio  of  the  concentrations 
on  either  side  (Alberts,  Bray  et  al.,  1989). 
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The  sodium  electrode  possesses  a  sodium-containing  glass  membrane,  across 
which  a  concentration-dependent  potential  develops  when  in  contact  with  a  solution 
containing  sodium  ion  (Fig.  2).  The  potential  is  measured  against  a  built-in  reference 
electrode.  The  electrodes  respond  to  sodium  ion  concentrations  from  lO'^M  to 
saturation  at  temperatures  from  -5°  to  70°C  (Handbook  of  Electrode  Technology. 

1982*’). 

The  potassium  electrode  uses  a  replaceable  module  with  a  solid  plastic 
membrane  containing  a  potassium-selective  ion  exchanger  (Fig.  3).  When  this 
membrane  is  in  contact  with  a  solution  containing  potassium  ion,  a  concentration- 
dependent  potential  develops  across  the  membrane.  The  potassium  electrode  is  used 
with  a  reference  electrode  against  which  its  potential  is  measured  (Handbook  of 
Electrode  Technology.  1982®).  The  electrode  responds  to  potassium  ion 
concentrations  from  10®  to  1  M  at  temperatures  from  0°  to  40°C. 

The  FLM3  flame  photometer  (Rainin  Instrument  Co.,  Inc.,  Woburn,  MA  01801) 
was  used  to  determine  the  sodium  and  potassium  content  of  diluted  serum.  A  Multi- 
Osmette  model  2430  automatic  osmometer  (Precision  Systems  Inc.,  Natick,  MA 
01760)  was  employed  to  determine  the  osmolality  of  calibration  standards. 

The  extra-corporeal  sample  chamber  (ECSC)  was  designed  in  our  laboratory  for 
use  in  conjunction  with  the  ISE  (Fig.  4  &  5).  The  sample  chamber  was  constructed 
from  materials  readily  at  hand  using  a  straight-forward,  flow-through  design.  Its  body 
was  fashioned  from  a  solid  block  of  polytetrafluoroethylene  (Teflon™).  Electrode  seals 
were  made  by  boring  holes  in  standard  resilient  rubber  stoppers  taken  from  unused 
"red  top"  blood  sample  tubes.  The  other  parts  were  machined  from  1 /4-inch  thick 
transparent  acrylic  sheet  (Plexiglass™). 

The  chamber  provides  three  ports  for  the  ISEs.  Different  sized  electrodes  are 
accommodated  by  using  seals  with  different  sized  holes.  The  seals  are  held  in  place 
by  a  clamping  plate  screwed  onto  the  body  of  the  device.  Blood  enters  and  leaves  the 
chamber  via  hypodermic  tubing  brazed  into  threaded  brass  plugs  (1/4-in  NPT)  in  either 
end.  Every  effort  was  made  to  minimize  the  interior  volume  of  the  sample  chamber 
(0.8  ml)  while  providing  adequate  interface  between  the  electrodes  and  the  blood. 


4 


EXPERIMENTAL  DESIGN  AND  PROCEDURES 

Electrode  calibration  Standard  curves  for  the  electrodes  were  derived  by  using 
solutions  of  various  normal  concentrations  (0.1  N,  0.01  N,  0.001  N).  Electrode 
potential  was  plotted  as  a  function  of  ion  concentration  (Fig.  6). 

Calibration  solutions  were  made  from  NaCI  in  distilled/  deionized  water  (220, 
180, 160, 140, 120,  and  80  mEq/L).  Calibration  solutions  were  also  prepared  from 
KCI  salt  in  concentrations  of  10,  8,  6,  4  and  2  mEq/L  and  stored  in  the  freezer.  The 
osmolality,  Na"^  and  K*  concentrations  of  calibration  solutions  were  determined  using 
the  Multi-Osmette  and  flame  photometer,  respectively.  These  solutions  were  then 
used  to  calibrate  the  ISE.  A  calibration  curve  was  generated  (Fig.  7). 

Serum,  plasma,  and  whole  blood  concentrations  of  Na*  and  K*  Blood  samples 
were  drawn  from  the  arterial  cannulae  of  previously  cannulated  rats  and  immediately 
divided  into  three  portions.  One  portion  was  collected  in  a  plain  tube,  allowed  to  clot, 
and  spun  down  to  yield  serum.  The  two  remaining  portions  were  put  in  separate 
heparinized  tubes.  Lithium  heparin  was  used  to  prevent  changes  in  Na""  concentration 
obtained  with  the  use  of  sodium  heparin  (Shek,  Swaminathan,  1985).  One  portion  was 
used  as  whole  blood  while  the  other  was  centrifuged  and  plasma  was  separated  from 
the  formed  elements.  The  Na''  and  K'"  concentrations  of  serum  and  plasma  samples 
from  the  same  rats  were  measured  using  both  ISEs  and  the  flame  photometer  (Table 
1).  For  other  samples,  serum,  plasma  and  whole  blood  were  analyzed  for  Na"^ 
concentration  using  the  ISE  (Table  2). 

Dilution  test  For  this  test,  blood  was  collected  in  a  heparinized  tube  from  a 
cannulated  rat.  The  Na"^  concentration  of  the  whole  blood  was  measured  and  then 
portions  of  the  whole  blood  sample  were  diluted  1 :1  with  calibration  solutions.  The  Na"^ 
concentrations  of  the  diluted  solutions  were  then  calculated  (predicted)  and  measured 
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using  the  ISE  (Table  3).  The  predicted  concentration  was  calculated  as  0.5  x  (whole 
blood  concentration  +  concentration  in  calibration  solution). 

In  vivo  HSD  (7.5%  NaCI  in  6%  dextran  70)  Calibration  solutions  were  flushed 
through  the  ECSC  for  calibration  prior  to  the  in  vivo  measurements  (Table  4).  The 
ECSC  (Fig.  4)  was  connected  between  the  arterial  and  venous  cannulae  to  shunt  the 
flow  of  blood.  Heparin  (tOOip)  was  injected  through  the  jugular  cannula  to  prevent  clot 
formation  during  the  movement  of  blood  through  the  ECSC.  Hematocrit  samples  were 
obtained  prior  to  and  after  the  passage  of  blood  through  the  lumen  of  the  ECSC. 

Since  the  ECSC  shunted  the  blood  by  the  tips  of  the  electrodes,  these  measurements 
should  reflect  the  circulating  ion  concentrations.  Readings  were  taken  for  10  min,  2.0 
mis  of  HSD  were  injected  through  the  jugular  cannula,  and  readings  were  taken  for 
another  25  min  (Table  5). 


RESULTS 

This  study  was  planned  to  measure  circulating  concentrations  of  both  Na"^  and 
K""  ions  using  the  ISEs.  However,  due  to  the  continuous  drift  of  the  K'^-selective 
electrode,  measurement  of  the  concentration  was  abandoned,  except  for  a 
comparison  between  the  ISEs  and  the  flame  photometer  (Table  1). 

Standardization  of  the  ISE  was  done  using  0.1,  0.01,  and  0.001  N  solutions  of 
NaCI  (Fig.  6).  Calibration  of  the  electrodes  was  accomplished  by  using  solutions 
containing  220-120  mEq/L  of  Na  (Fig.  7). 

The  Na"^  and  K""  concentrations  of  the  same  samples  of  serum  or  plasma  were 
determined  first  with  the  ISEs  and  then  with  the  flame  photometer  (Table  1).  There 
was  no  significant  difference  (paired  T  test)  between  the  values  from  the  flame 
photometer  and  the  ISEs. 


The  Na*  concentration  (Table  2)  of  whole  blood,  serum  and  plasma  from  the 
same  blood  samples  were  measured.  The  whole  blood  values  were  found  to  be 
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significantly  different  from  those  of  plasma  (p=0.017)  and  serum  {p=0.02);  there  was 
no  significant  difference  between  serum  and  plasma  (p=0.999). 

The  Na""  concentration  of  samples  of  whole  blood  was  measured  before  and 
after  dilution  with  calibration  solutions  of  known  Na"^  concentration  (Table  3).  A  paired 
"t"  test  done  on  the  measured  versus  the  predicted  concentrations  indicated  no 
significant  difference  between  the  measured  and  predicted  values. 

Prior  to  in  vivo  testing,  calibration  solutions  were  slowly  flushed  through  the 
lumen  of  the  ECSC  (Table  4).  No  changes  in  values  were  noticed  when  the  solutions 
flowed  through  the  ECSC.  During  the  first  10  min  of  in  vivo  measurement  (Table  5), 
moderate  drift  in  values  of  circulating  ion  were  seen.  However,  after  the  HSD 
administration,  there  was  an  abrupt  increase  and  subsequent  gradual  decline  in 
concentration  of  Na^. 


7 


Table  1 .  Comparison  between  flame  photometer  and  ISE 
values  for  Na*  and  K*(mEq/L) 


Method 

Flame  photometer 

ISE 

Samples 

Na" 

K" 

Na" 

K" 

Control 

140 

5.0 

- 

- 

Serum 

128 

5.1 

137 

5.5 

Serum 

128 

5.6 

139 

6.1 

Serum 

142 

4.4 

140 

4.5 

Plasma 

135 

4.5 

140 

4.7 

Mean  ±  SD 

133±6 

4.9±0.5 

139±1 

5.210.6 

Cal. sol.® 

120 

2.0 

120 

2.0 

Cal.sol.'’ 

220 

10.0 

219 

10.0 

a.  120  mEq  Na",  2  mEq  K" 

b.  220  mEq  Na",  10  mEq 


Table  2.  Serum,  plasma  and  whole  blood  Na''  using  ISE 


Test  samples 

Na"  (mEq/L) 

Mean 

Serum 

130 

124 

127 

Plasma 

129 

125 

127 

Whole  blood 

81 

91 

86 
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Table  3.  Na"”  dilution  test  resuits 


Calibration 

sol.(mEq/L) 

Diluted  samples  :  ISE  measured 
(calculated)* 

220 

m 

187 

(186) 

177 

(175) 

179 

(175) 

180 

mlmm 

- 

- 

- 

160 

142 

(142) 

- 

— 

146 

(145) 

120 

m 

m 

- 

- 

- 

80 

- 

96 

(102) 

m 

m 

la 

Whole  blood 

119 

125 

153 

130 

130 

Diluted  sample  =  0.5  ml  of  whole  blood  mixed  with  0.5  ml  of  cal.  solution. 
Calculated  value:  0.5  (whole  blood  mEq  +  Cal.  sol.  mEq). 


Table  4.  Ion  concentration  (mEq/L)  of  calibration  solutions  flushed  through  the  ECSC 


Exp. 

# 

Cal.Sol 

(220) 

Cal.Sol 

(180) 

m 

■ 

Cal.Sol 

(120) 

Cal.Sol 

(80) 

1 

225 

187 

161 

138 

120 

80 

2 

220 

180 

160 

140 

120 

80 

3 

220 

180 

160 

140 

120 

80 

4 

221 

178 

156 

138 

120 

76 

5 

220 

178 

155 

138 

120 

75 

6 

220 

184 

164 

144 

121 

81 

7 

217 

180 

162 

141 

120 

80 

x±SD 

220+2 

181  ±3 

160±3 

140±2 

120±1 

79±2 

Table  5.  Result  of  in  vivo  measurement  of  Na""  in  rats  treated  with  HSD 


Drug 

Pre  HSD 

POST  HSD 

Time  (min) 

-10-5 

-5-0 

0-5 

5-10 

10-15 

15-25 

Exp. 

1 

121 

127 

148 

148 

145 

- 

2 

121 

127 

145 

145 

144 

144 

3 

136 

142 

151 

151 

148 

147 

4 

110 

126 

144 

144 

142 

142 

5 

128 

131 

143 

140 

139 

139 

6 

131 

138 

147 

148 

148 

147 

7 

133 

143 

155 

153 

154 

155 

x+SD 

126±9 

133±7 

148+4 

147±4 

146+5 

146±6 

All  values  are  means  within  time  frame. 
Time  0  min  =  start  of  HSD  administration. 
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DISCUSSION 


It  has  been  suggested  that  dilution  of  serum  or  plasma  as  required  for  flame 
photometry  may  change  the  active  or  "free"  molal  concentration  of  sodium  and  that 
ISE  may  give  a  more  accurate  value  (Kissel,  Sandifer  et  al.,  1982;  Kulpmann,  1990). 
However,  a  comparison  of  Na"^  measurements  in  the  same  samples  using  an  ISE  and 
a  flame  photometer  in  this  study  revealed  no  significant  differences  (Table  1),  and  Na"^ 
values  were  as  previously  reported  for  the  flame  photometer  (Lum,  Gamboni,  1974). 
The  lower  Na""  concentrations  observed  with  whole  blood  (Table  2)  are  expected, 
because  the  volume  of  red  blood  cells  is  diluting  the  Na"^  concentration.  Earlier 
measurement  of  Na"^  in  whole  blood  involved  removal  of  blood  samples  and  lysing  the 
cells  prior  to  measurement  (Bugyi,  Magnier  et  al.,  1969).  An  additional  advantage  of 
using  ISEs  for  determinations  in  samples  is  that  the  sample  is  not  consumed  and  could 
then  be  used  for  another  assay. 

The  dilution  studies  (Table  3)  resulted  in  no  significant  difference  between 
measured  and  calculated  Na"^  concentrations  following  dilution  with  solutions  of  known 
concentration.  This  demonstrates  the  linearity  of  measurements  with  ISEs  over  the 
range  of  potential  physiological  values. 

Flushing  calibration  solutions  through  the  ECSC  (Table  4)  demonstrated  that  the 
flow  of  the  solutions  by  the  electrode  did  not  alter  the  values.  This  is  consistent  with 
earlier  work  (Andersen,  Bie,  1990)  indicating  that  the  Na*  concentration  could  be 
measured  accurately  by  an  ISE  in  a  stream  of  urine  flowing  at  2.2  to  9.7  ml/min,  and 
K*  could  be  measured  In  venous  effluent  from  an  in  situ  muscle  preparation  (Hhik, 
Holas  et  al.,  1976).  Following  baseline  measurements  in  the  in  vivo  studies  (Table  5), 
a  hypertonic  solution  was  administered  intervenously.  The  increase  in  Na*  was 
consistent  with  that  observed  previously  when  blood  samples  were  removed  for 
analysis  (Matthew,  1994;  Walsh,  Kramer,  1991). 

Drift  in  the  readings  from  the  K*  electrode  never  stabilized,  but  was  continuous 
even  in  a  static  measurement  with  no  flow;  therefore,  measurement  with  this  electrode 
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was  abandoned.  Some  drift  was  evident  with  the  blood  flowing  by  the  Na"^  electrode, 
but  the  readings  stabilized  after  10  min  of  flow  (Table  5).  Alternative  electrodes  such 
as  those  suggested  for  use  with  automated  analyzers  (Telting-Diaz,  Regan  et  al., 

1990)  may  be  evaluated  for  use  in  this  system. 

With  some  modification  to  the  electrodes,  the  combination  of  ISEs  and  the 
ECSC  described  in  this  report  could  enable  in  vivo  measurement  of  a  variety  of 
electrolytes  to  more  closely  link  changes  in  ion  concentration  to  other  physiological 
parameters.  This  system  could  be  used  to  determine  the  time  course  of  changes  in 
ion  concentrations  during  the  following:  hyperthermia,  dehydration,  administration  of 
various  resuscitation  fluids,  and  absorption,  to  determine  rates  following  oral  or  various 
parenteral  routes  of  fluid  administration.  Thus,  this  system  allows  in  vivo  measurement 
of  electrolyte  concentrations  in  real  time  with  minimal  loss  of  blood  in  a  variety  of 
experimental  situations. 
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